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Abstract

Titration of antibodies in the serum of patients.

Guidelines

prepare the plate the day before

Materials

MATERIALS

PBS

AggreWell™400 24-well plate, 1 pack 1 Plate STEMCELL Technologies Inc. Catalog #34411

anti-G3BP1and anti-PABP1 primary antibodies Abcam

test

Troubleshooting

Safety warnings

inactivate the serum 

Before start

put the reagents at RT
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coating

1

add ab at 1 micromolar (µM)

2 wash and keep at 4 °C

Blocking

3 add 100ul BSA

4 incubate 01:00:00

20 °C

Adding of sample

5 add the serum in the plate

6 incubate 20 °C

01:00:00

7 Wash

Detection
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8 Add Ab at 10 micromolar (µM)

9 incubate Room temperature 00:00:00
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